ABSTRACT
INTRODUCTION
Human Fresh Frozen Plasma (FFP) is a source of wide range of medicinal products and there is a concern on its safety (1). The risk of transfusiontransmitted blood-borne viruses today is lower than ever, due to donor selection criteria and blood-donor testing (2). However, the supply of blood products remain subject to contamination with known and yet to identify human pathogens (3).
Several different approaches have been undertaken to reduce or prevent transmitting blood-borne pathogens in Fresh Frozen Plasma (FFP). The most effective pathogen reduction methods that currently available for FFP involved the use of Solvent Detergent (SD), Methylene Blue (MB), amatosalen and riboflavin as additives (4).
The appropriate method should remove or inactivate pathogens, including emerging pathogens, without damaging the function or longevity of blood IRAN. J. MICROBIOL. Vol. 6, No. 1 (February 2014), [41] [42] [43] [44] [45] http://ijm.tums.ac.ir products. In addition, they should be free from toxic and immunogenic components (5). MB is a phenothiazine compound that in conjunction with photo could inactivate selective biologics (6). MB based Pathogen Reduction Technologies (PRT) have some advantages, particularly lack of plasma pooling, i.e. recipients would receive plasma from individual donations rather than from a plasma pool (7). Methylene blue in combination with light treatment FFP (MBLTplasma) has been followed by at least three different protocols (8); Spring protocol (9), and two different protocols from Macopharma ® (10). The aim of this study was to evaluate the ability of novel device using MB in combination with red LED for inactivation of model viruses suspended in FFP.
MATERIAl AND METHODS
Device designation. 143pcs (pieces) of 1WredLED (Lamp Emission Diodes) lamp have been used on the device to emit light with central wave length of 627 nm and 20 nm width (FWHM full width at half maximum). Two sides pouches irradiated simultaneously. The distance of the middle of the bag from LED arrays source was 4.5cm. This device was designed for light (LED) employing simulation software Wolfram Mathematica® considering the intensity profile. LED sand right number of used LEDs. Light emission to the FFP bag was adjusted and uniformed. A control Centre designed for temperature and exposure. All cell lines were grown in Dulbecco Modified Eagle ̓ s Medium (DMEM) with 10% fetal calf serum with penicillin-streptomycin antibiotics (Gibco, UK) as antibiotics. The antibiotics were used in 1% of final concentration. They incubated at 37ºC with 5% CO 2 . Confluent monolayers of each cell type were grown in sterile T25 flasks (SPL, Korea) and inoculated with 0.5 ml of the model viruses. Upon Cytopathic Effect (CPE) completion, they harvested and then stored at -80ºC for 24 h followed by filtration of supernatant through 0.45 µ nitrocellulose filter (Biofil). Filtered solution stored at -80ºC for further virus titration in 96-well flat-bottom sterile plate using 50% Tissue Culture Infectivity Dose (TCID 50 ) method. ReedMuench method used for calculation of virus titer.
Fresh Frozen Plasma (FFP
Inactivation methods. Each bag that contains 50 ml FFP was spiked with, 5 ml of prepared stock virus. Two different concentration of MB (0.1 and 1 µM) and 4 different illumination periods for each model virus were used: 15, 30, 45 and 60 minutes. Each assay repeated 3 times. Several controls were examined that including FFP with model virus; FFP with model virus & MB without illumination; and FFP with model virus & Illumination without MB. 1 ml of each sample was used to calculate virus titer using TCID 50 and Reed and Muench calculation method. All cell cultures in flat-bottom sterile 96 well-titer plates were studied microscopically for the presence of CPE. Quantitative infectivity assays were performed using the end-point titration methods, TCID 50 . Each well observed daily for positive or negative for CPE. The final results were converted to aTCID 50 / ml (13). Statistics. SPSS 16.00 and ANOVA were employed for data analysis.
RESUlTS

MB without illumination and 1h illumination
without MB showed no significant effects on virus titers (p > 0.05). 1 µM concentration of MB had significantly more effective than 0.1 µM in each illumination exposure time in HSV, VSV and BVDV.
This method demonstrated the best results for enveloped viruses and most Log reduction for HSV, VSV and BVDV viruses; 6.28, 5.54 and 6.22, respectively. For HSV and BVDV inactivation, the best illumination periods was 45 minutes (Table 1 & 2). CPE of model viruses before and after of using MB and irradiation is shown in Fig. 1 . Table 2 . Inactivation of Model viruses using 0.1 µM concentration of MB and different illumination time (n = 3).
*NO CPE observed in any well 4 FFP proteins selected to measure their activity before and after 30 min illumination in 1 µM concentration of MB. Fibrinogen had the most reduction in its activity and antithrombin was most resistant factor (Table 3) .
DISCUSSION
Donor FFP are tested in some countries for the presence of some pathogens prior to administration, nevertheless, small finite risk of transmission of infectious agent's majority due to window period and emerging viruses still bearing potential risk factor (14-16). Several new technologies have been developed to reduce blood transfusion risks. MB based technologies are categorized in 3 main protocols. In this study, a new pathogen device was designed to reduce viruses. These new device used red LEDs from two sides to inactivate pathogens, so its exposure time reduced. It caused cost and time benefits and led to maintain FFP proteins in acceptable range.
As results showed, this new device is effective for enveloped viruses (HSV, VSV, and BVDV) and could reduce virus titer near to WHO recommendations but it is not appropriate for non-enveloped viruses (such as poliovirus with < Log 10 2 reduction). HSV and BVDV inactivation was demonstrated to be more sensitive to this protocol. Illumination for 30-45 minutes and in 1 µM concentration of MB was strong enough to inactivate most viruses. However, illumination for 60 minutes had no significant difference in pathogen reduction in compare with 45 minutes (p < 0.05). MB in 0.1 µM was not efficient, and so MB concentration is an important point.
Fibrinogen had most reduction in this protocol that shows its sensitivity to MB and illumination but antithrombin is the most resistance one. Factor V and VIII activity reduction was near to Theraflex Methods (17). In spite of reduction in these factors, they maintained in normal range.
Spring protocol use fluorescent lamps illumination from one side and has no temperature control. In Theraflex Macotronic V ® method sodium lamps from two sides are used. And also in the latest technology employed by Theraflex Macotronic B ® LED employed in two sides. Our new device shows the outcome similar to the latest technology of MB based inactivation methods. In Both Theraflex and our new device temperature is monitored, and all three commercial protocols used MB in 1 µM as best final concentration (18, 19) .
Achieving zero risk in chemotherapy remains the ultimate goal. This approach has not been met yet, but there are some promising results observed. Pathogen reduction by TMB, plasma is one additional critical factor to fulfill this aim. Eventually it is expected that with increasing clinical data and further methodological improvement, acceptance measure will rise, making pathogen reduction to become the standard routine procedure in many countries (19). This new designated and device needs more developments for commercialization.
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